[Electrical failure with nerve stimulation: cases report and check list for prevention].
Functionality of the nerve stimulator and integrity of the electrical circuit should be verified and confirmed before performing peripheral nerve blockade. The clinical cases reported here demonstrate that electrical disconnection or malfunction during nerve localization can unpredictably occur and a checklist is described to prevent the unknown electrical circuit failure.